Abstract-In this paper, reduction of peak specific absorption rate (SAR) for handsets with monopole type antenna through R-cards is investigated. While the numerical analysis was performed using finite integration in time domain (FIT), real measurement has been made to validate the simulation results. Both the simulation and measurement results revealed that a minimum SAR Reduction Factor (SRF) of 60% was achieved. The good agreement between the simulation and measurement results has evidenced the effectiveness of the proposed approach for SAR reduction in human head for handset applications.
INTRODUCTION
With the rapid growth in the use of cellular phones, public concern regarding the exposure of human head to electromagnetic radiation has increased. The specific absorption rate (SAR) is a defined figure of merit to evaluate the power absorbed by biological tissue. For mobile phone compliance, the SAR value must not exceed the exposure limits [1, 2] . For example, the SAR limit specified in IEEE C95.1 : 1999 is 1.6 W/kg in a 1 g averaging mass while that specified in ICNIRP guidelines is 2 W/kg in a 10 g averaging mass [3] .
The regulation in SAR has been harmonized to 10 g with a limit of 2 W/kg specified in IEEE C95.1 : 2005 with the major difference discussed in detail in [4] . In general, the SAR value is influenced by various parameters such as antenna positions relative to the human body, radiation patterns of the antenna, radiated power, and antenna types [5] .
Over the years, lots of attentions have been paid to the analysis of SAR in human head due to the complexity and large scale involved in this kind of problems [6] [7] [8] [9] [10] [11] . Recently, research efforts have been devoted to the reduction of peak SAR in human head for handset applications. In [12] , a ferrite sheet was adopted as protection attachment between the antenna and the head. A reduction over 13% for the spatial peak SAR over 1 g averaging was achieved. Experimental study on the effects of attaching conductive materials for SAR reduction was presented [13] . It was concluded that the position of shielding played an important role in the reduction effectiveness. Metamaterials composed of an array of split ring resonators (SRR) were applied to the reduction of SAR in [14] . With proper design and arrangement, stop bands at desired cellular frequencies could be obtained to notch out the radiated power. Highly directive antennas were also utilized for SAR reduction [15] .
In practical situations, the ease-of-implementaion also plays a critical role especially for handset applications. Furthermore, adoption of highly-directive antennas certainly causes degradations in signal reception which may have major impact on system performance. The main purpose of this paper is to propose an effective approach using R-cards for peak SAR reduction. The effectiveness of SAR reduction will be emphasized together with the ease of practical implementation. R-cards are resistive sheets that possess interesting electromagnetic properties and capable of either blocking or attenuating electromagnetic power through impedance transformation [16] . Since technology advancement has made it possible to realize any impedance level at very low cost, adoption of R-cards in handset applications becomes feasible especially in terms of production cost. Optimum values and positions for R-cards implementation will be investigated through numerical simulations followed by experimental validation. This paper is organized as follows. Section 2 describes the numerical analysis of the handset together with the SAM phantom head. Finite integration in time-domain (FITD) method is adopted with certain meshing techniques for fast and accurate analysis [16, 17] . Simulation results will be summarized in Section 3. Experimental validation based on the analyzed results is included in Section 4 followed by the conclusion in Section 5. Figure 1 shows the simulation model which includes the handset with monopole type of antenna and the SAM phantom head provided by CST Microwave Studio R (CST MWS) [18] . Complete handset model composed of the circuit board, LCD display, keypad, battery and housing was used for simulation. The relative permittivity and conductivity of individual components were set to comply with industrial standards. In addition, definitions in [19] were adopted for material parameters involved in the SAM phantom head. In order to accurately characterize the performance over broad frequency range, dispersive models for all the dielectrics were adopted during the simulation. Fig. 2 shows the dispersive permittivity of the liquid in SAM phantom head for simulation.
SIMULATION MODEL AND NUMERICAL TECHNIQUES

Model Description
The electrical properties of materials used for simulation are listed in Table 1 . Monopole type antenna constructed in a helical sense operating at 1800 MHz for GSM application was used in the simulation model. In order to obtain good geometry approximation for such helical structure, conventional meshing scheme used in FDTD method usually requires large number of hexahedrons which in turn makes it extremely challenging to get converged results within reasonable simulation time. Three different scenarios, denoted as cases A, B, and C, respectively in Fig. 3 , were used to study the effectiveness of SAR reduction. The main difference for the three cases is in the relative location for R-card implementation. In case A, the R-card covered the keypad area. In case B, the R-card was attached on top of the LCD display and was extended beyond the antenna feed. As for case C, the R-card was attached in a manner to wrap around the monopole antenna. The surface impedance of the R-card is related to the conductivity and thickness as:
with σ being the conductivity and t the thickness of the R-card. In our simulation models, R-cards with impedance values of 5 Ω, 40 Ω, 250 Ω, and 1150 Ω were included to investigate the impact on the SAR reduction.
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Numerical Technique
CST MWS, which adopted finite integral time-domain technique (FITD) proposed by Weiland in 1976 [20] , was used as the main simulation tool. In combination of the perfect boundary approximation (PBA R ) and thin sheet technique (TST R ), significant improvement in geometry approximation with computation speed is achieved yielding highly accurate results. Non-uniform meshing scheme was adopted so that major computation effort was devoted to regions along the inhomogeneous boundaries for fast and accurate analysis. Fig. 4 shows the mesh view for two cut planes of the complete model indicating the area with denser meshing along the inhomogeneous boundaries. The minimum and maximum mesh sizes were 0.3 mm and 18 mm, respectively. A total of 546,459 mesh cells were generated for the complete model, and the simulation time was 823 seconds (including mesh generation) for each run on an Intel R Core TM 2 Duo T9300 2.5 GHz CPU with 4 GB RAM system.
The analysis workflow started from the design of antenna with complete handset model in free space. The antenna was designed such that the S 11 response was less than −10 dB over the frequency band of interest. SAM phantom head was then included for SAR calculation using the standard definition as
where E is the induced electric field (V/m); ρ is the density of the tissue (kg/m 3 ) and σ is the conductivity of the tissue (S/m). The corresponding SAR values averaged over 1 g and 10 g of tissue in the head were denoted as SAR 1 g and SAR 10 g , respectively. These values were used as a benchmark to evaluate the effectiveness in peak SAR reduction. To quantify the effectiveness for peak SAR reduction, the SAR Reduction Factor (SRF), defined as the ratio of difference in SAR to the benchmark value [5] , was adopted and expressed as
In the above equation, SAR
R(Z)
1 g(10 g) denotes the peak SAR value with implementation of ZΩ R-card averaged over 1 g (10 g) tissue mass, and SAR 1 g(10 g) is the corresponding benchmark value without R-card. Introduction of the R-card will certainly detune the antenna match of the benchmark case which in turn influences the radiated power level under the same excitation condition. In order to have a fair comparison and avoid possible ambiguities caused by antenna mismatch, the actual radiated power out of the antenna defined in the equation below was set to be 125 mW for all the cases under study. With such constraint, scale or re-normalization of SAR levels are no longer necessary, and the results are more realistic to the practical situation. Figure 5 shows the simulated S 11 of the complete model including handset and the SAM phantom head. The excitation port is located at the feed to the monopole antenna. A total number of 89,412 mesh cells was used for simulation, and total simulation time elapsed was 7 minutes and 2 seconds on 2.5 GHz dual core CPU system with 4 GB RAM. It is observed that even though the SAM phantom head may have certain detuning effect on the return loss, the antenna is operating in the band of interest. The 3D farfield radiation patterns at 1800 MHz together with the polar plots at two corresponding cuts are included in Fig. 6. Fig. 7 shows the SAR distribution for the cases of 1 g and 10 g, respectively. The benchmark value of the peak SAR 1 g is calculated to be 1.12 W/kg, and that of the SAR 10 g is 0.74 W/kg, respectively. Tables 2 and  3 summarize the simulated peak SAR values and the corresponding SAR reduction factor (SRF) compared with the benchmark values at 1800 MHz. It is clear that the application of R-cards does have effect in the reduction of peak SAR values. Moreover, the locations and impedance levels for R-cards have different impact on the effectiveness of peak SAR reduction. Maximum SRF for 1 g and 10 g cases both occurred at case B with 5 Ω R-card applied.
SIMULATION RESULTS
As mentioned in previous sections, the ultimate goal for R-card implementation is to have maximum SRF while not deteriorating too much the antenna performance. Thus, investigations of the antenna performance with the existence of R-cards are necessary. Fig. 8 shows the simulated return loss of the antenna with the existence of R-cards at various impedance levels. It is clearly observed that inclusion of R-cards has certain impact on the return loss of the antenna. Such impact would have certain degradation in the power delivered which would cause ambiguities for SAR comparison. In our case, the effect of antenna mismatch has been taken into account to avoid the possible ambiguities. Figure 9 shows the farfield radiation patterns with the inclusion of R-cards. Three different cases with all combinations of impedance levels at the y-z and x-z cuts are plotted.
It is observed that the radiation patterns are not influenced too much with the implementation of the R-cards for cases A and B. For case C, however, the degradation in the radiated antenna gain is more pronounced for R-cards with higher impedance levels. An almost 3 dB degradation in peak gain is observed for R-card with 1150 Ω impedance for case C. Apparently, in practical situation, implementation of R-card in the manner of case B such that the R-card covers the LCD display and extends beyond the antenna feed could be a favorable choice due to the ease of implementation.
EXPERIMENTAL VALIDATION
Experimental validation has been performed based on the analysis results from simulations presented in the previous section. The model of the handset used for measurement is Motorola R V180 with the picture shown in Fig. 10 , which is similar to the one used for simulation. For three dimensional SAR measurements, we used canonical cut system with Agilent N5230A vector network analyzer. The conceptual diagram of the measurement system is shown in Fig. 11. Fig. 12 shows the photograph for the real measurement where the handset is held against the SAM phantom head for SAR measurement. Anritsu 8820A system was used as the base station to maintain the communication link with the handset, and the channel was set at middle one.
Four different impedance levels of R-cards, 5 Ω, 36 Ω, 247 Ω, and 1150 Ω were attached to the handset in a manner similar to case B. Fig. 13 shows the SAR distribution on the selected planar cut of the SAM phantom head with 36 Ω R-card. The tabulated peak SRF values under different test conditions are also included. From the measurement results, it is clear that a very similar trend for peak SAR reduction is obtained compared to the simulation results. As for the difference in the absolute values of peak SAR, we believe that the power level adopted for simulation is different from the case for measurement. Practically, it may not be easy to make the two exact the same, especially when power control mechanism is on for real measurement. Finally, investigation of the R-card on the antenna gain over three different cuts was tested and plotted in Fig. 14. As observed, such implementation does not deteriorate the gain performance of the antenna which makes it attractive for practical implementation. 
CONCLUSION
Effect of the reduction in peak SAR for handset with monopole type antenna using R-card is investigated numerically and experimentally. The numerical analysis results using FIT technique suggest that implementation of R-card with low impedance levels in a sense to cover the antenna feed can effectively reduce the peak SAR value in the human head for both 1 g and 10 g cases. Such an observation has been validated experimentally, and a peak SAR reduction of over 60% has been achieved in real measurement. In addition to the effectiveness of peak SAR reduction, this approach has very little impact on the antenna performance while maintaining the advantage of ease for implementation.
